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Abstract: Objective: To evaluate the value of monitoring transcranial Doppler ultrasonography (TCD) combined with 
electroencephalogram (EEG) detection in carotid endarterectomy. Methods: A total of 73 patients with carotid artery 
stenosis were monitored by TCD and EEG, and digital subtraction angiography (DSA) was performed as the gold 
standard for detection. Results: DSA examination revealed that there were 7 patients with mild stenosis, 46 patients 
with moderate stenosis, 12 patients with severe stenosis, and 8 patients with normal internal carotid arteries. TCD 
detection showed that in 70 patients, when the common carotid artery on the affected side was clamped intraoper-
atively, the blood flow velocity of the middle cerebral artery decreased by about 1/2, and that in the other 3 patients, 
the blood flow velocity of the middle cerebral artery decreased by 100%. EEG test found that 59 patients showed 
no obvious abnormalities in EEG (all P>0.05), and the other 14 patients showed potential neuronal differences as 
changes in the brain wave frequency, which was manifested as a decreased α wave frequency. The peak systolic 
velocity (PSV), mean velocity (MV), end diastolic velocity (EDV), and pulsatility index (PI) of the middle cerebral artery 
increased after surgery (all P<0.05). The internal diameter of patients’ postoperative carotid artery stenosis was 
4.62±0.35 mm, which was significantly higher than the preoperative level (P<0.05). The positive rate and specificity 
of TCD combined with EEG detection in monitoring blood supply abnormalities were 93.17% and 82.35%, respec-
tively; which were obviously higher than that of DSA, TCD and EEG tests alone (all P<0.05). Conclusion: The positive 
rate and diagnostic accuracy of TCD combined with EEG detection in monitoring cerebral blood supply abnormali-
ties are higher than that of single detection, which is of great value in the prevention of complications in patients.
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Introduction

In recent years, the prevalence of cardiovascu-
lar and cerebrovascular diseases has been 
increasing in China, with 18.72% of the popula-
tion suffering from different degrees of the dis-
eases. The number of deaths due to this dis-
ease accounts for 41.72% of the total number 
of deaths, and arterial stenosis is a common 
clinical symptom [1]. Currently, studies have 
shown that carotid artery stenosis can affect 
the blood supply of intracranial arteries, so that 
the nutrients brought by the blood cannot meet 
the blood supply needs to the brain tissue. 
There are many methods for detecting arterial 
stenosis in clinical practice, such as digital sub-

traction angiography (DSA) and CT angiography 
(CTA) [2]. At present, CTA is a new method for 
the examination of vascular diseases, which is 
non-invasive to patients and has a high diag-
nostic value for arterial stenosis. However, this 
method is relatively complex and requires high-
er professional quality of clinicians [3]. DSA is 
an important method to evaluate arterial steno-
sis, but this method can cause certain trauma 
to patients. Besides, it is easy to induce compli-
cations such as vasospasms in patients, and 
its detection cost is relatively high [4].

Some studies have found that transcranial 
Doppler ultrasonography (TCD) is widely used  
in the diagnosis of vascular stenosis, and this 
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method does not cause trauma to patients, 
and is simple to operate and less expensive  
[5]. Studies have found that TCD can more ac- 
curately assess the degree of intracranial vas-
cular stenosis and blood flow in patients with 
cerebral infarction, so as to facilitate the adop-
tion of targeted treatment methods for patients 
with vascular stenosis and improve the clinical 
treatment effects [6]. Electroencephalogram 
(EEG) is a crucial method to detect spontane-
ous bioelectricity in the brain and evaluate 
brain function [7]. In the early stage of cerebral 
infarction, the physiological structure changes 
of the brain tissue are not obvious, resulting in 
limited effects of detection methods such as 
DSA or TCD. Meanwhile, EEG can detect the 
abnormal brain waves in the patients’ brain, so 
as to better reflect the physiological status of 
the brain tissue, which is conducive to improv-
ing the patients’ outcome [8]. The purpose  
of this study was to explore the value of mo- 
nitoring TCD combined with EEG in carotid 
endarterectomy.

Materials and methods

General information

A total of 73 patients with carotid artery st- 
enosis who received treatment in The Third 
Affiliated Hospital of Gansu University of Chi- 
nese Medicine from May 2017 to May 2018 
were selected as the research subjects, includ-
ing 60 males and 13 females, aged from 38  
to 82 years, with an average age of 53.1±7.8 
years. Among them, there were 68 patients 
with a history of hypertension, 27 patients with 
a history of diabetes, 41 patients with a history 
of hyperlipidemia, 30 patients with a history of 
coronary heart disease, and 59 patients with  
a history of smoking. According to the presen- 
ce or absence of symptoms, 10 patients were 
classified as asymptomatic and 63 patients 
were classified as symptomatic. After admis-
sion, the degree of carotid artery stenosis was 
examined, it was found that there were 48 
patients with the degree of stenosis less than 
50%, 12 patients with the degree of stenosis 
≥50% and <69%, and 13 patients with the 
degree of stenosis ≥69% and ≤99%. Inclusion 
criteria: Patients were diagnosed with carotid 
artery stenosis by DSA for the first time; pati- 
ents with complete clinical data; patients with 
asymptomatic carotid stenosis who had a de- 

gree of stenosis more than 70%; patients with 
symptomatic carotid stenosis who had a degree 
of stenosis more than 50%. Exclusion criteria: 
Patients who did not have complete basic clini-
cal data; patients with intracranial infection, 
moyamoya disease, hypertension, tumors and 
other diseases; patients with heart, liver, kid-
ney and other important organ dysfunction; 
patients who were mentally abnormal or unsta-
ble. The general information data were compa-
rable (P>0.05). All patients signed the informed 
consent, and this study was approved by the 
Ethics Committee of The Third Affiliated Hos- 
pital of Gansu University of Chinese Medicine.

Methods

All patients underwent TCD and EEG detections 
during the operation. The instrument used for 
TCD detection was a cerebrovascular Doppler 
ultrasound instrument (jointly produced by 
German DWL company and China Delikai EMS 
company), and the frequencies of the pulse 
probe was 4.0 MHz and 2.0 MHz. The 4.0 MHz 
pulse probe was used to detect vascular steno-
sis, while the 2.0 MHz pulse probe was used to 
detect preoperative or postoperative cerebral 
artery blood flow velocity or microembolic sig-
nals. The evaluated cerebral arteries mainly 
included the bilateral middle cerebral artery, 
anterior cerebral artery and posterior cerebral 
artery. The EEG test was performed in strict 
accordance with the international 16/20 lead 
method, followed by using 3 M mesh breatha- 
ble tape to fix the patient’s scalp to the elec-
trode plate and amplifier to record the electrical 
activity of the patient’s brain [4]. A video cam-
era was used to record all the patients’ activi-
ties within 4 hours. The TCD and EEG detec-
tions were operated by special personnel, and 
all standards, operation procedures, measure-
ment units and statistical methods were uni- 
fied.

When DSA was performed, the patients were 
instructed to take a supine position and expose 
the bilateral groin after conventional towel dis-
infection, and then local anesthesia was per-
formed on the patients with 1% lidocaine (Gu- 
angzhou Hongcheng Biotechnology Co., Ltd.). 
The catheter sheath was inserted after suc-
cessful percutaneous puncture, and 30 mg 
heparin was given to patients intravenously. 
Then, a single-curved catheter and double-J 
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tube (Johnson & Johnson, USA) were used to 
perform angiography on the aortic arch and 
superior great vessels of the patients, and the 
contrast agent was iohexol (Yangzijiang Phar- 
maceutical Group Co., Ltd.). The patient’s bilat-
eral internal carotid artery status was visual-
ized from the lateral, oblique, and ortho posi-
tions using a digital subtraction contrast ma- 
chine.

Outcome measures

The degree of vascular stenosis caused by arte-
riosclerotic plaque was divided into 5 levels. If 
the carotid artery intima media thickness (IMT) 
<1.0 mm, the echo was not smooth, the peak 
systolic velocity (PSV) did not exceed 120 cm/s, 
and there was no stenosis, then it was record-
ed as level 1. When IMT >1.0 mm, and there 
were local bulging plaques and echoes of visi-
ble flat plaques, and PSV did not exceed 120 
cm/s, the stenosis rate was 1%-15%, it was 
recorded as level 2. If the plaque was large, the 
PSV did not exceed 120 cm/s, the stenosis rate 
was 16%-49%, and the systolic window disap-
peared, then it was recorded as level 3. If the 
spectrum was widened, the stenosis rate was 
50%-79%, and the PSV exceeded 120 cm/s, 
then it was classified as level 4. If all conditions 
of level 4 were met, and the blood vessel was 
completely blocked, the end diastolic velocity 
(EDV) <135 m/s, then it was classified as level 
5 [5].

The opening status of patient’s arterial vessels 
was observed before operation, including the 
anterior and posterior communicating arteries 
and the lateral medial branch of external carot-
id arteries. When the anterior communicating 
arteries were closed, the blood flow velocity of 
anterior cerebral artery on the affected side 
was normal after surgery. When the posterior 
communicating arteries were closed, the blood 
flow velocity of the posterior cerebral artery on 
the affected side was significantly decreased 
and then tended to be normal, with symmetry 
on the left and right sides. In addition, when the 
lateral medial branch of carotid arteries were 
closed, the blood flow direction of the supra-
trochlear artery returned to normal. The pulsa-
tility index (PI) of the patient was detected, and 
its value was notably increased. At the same 
time, the blood flow velocity was significantly 
increased by pressing the ipsilateral external 
carotid artery branch [6].

After surgery, if the blood flow velocity of the 
middle cerebral artery on the affected side far 
exceeded 140% of its baseline value, it can be 
considered as overperfusion, and the patient’s 
blood pressure should be controlled to avoid 
the occurrence of cerebral hyperperfusion syn-
drome [7].

Statistical analysis

The data were analyzed with SPSS 18.0. The 
count data were expressed as cases/percent-
age (n/%) and evaluated by the χ2 test. The 
measurement data were performed with a  
normality test by the Shapiro-Wilk method, th- 
ose conforming to a normal distribution were 
expressed as mean ± standard deviation (

_
x  ± 

sd) and then analyzed by a t test. P<0.05 in- 
dicated that the difference was statistically 
significant.

Results

The result of DSA examination

DSA examination was performed on all resear- 
ch subjects, with 7 cases of mild stenosis, 46 
cases of moderate stenosis, 12 cases of severe 
stenosis, and 8 cases of normal internal carot-
id arteries were found. See Figure 1.

The result of intraoperative TCD detection

TCD monitoring was performed in all patients 
during surgery. When the common carotid ar- 
tery on the affected side was clamped in 70 
patients, the blood flow velocity in the middle 
cerebral artery decreased by about 1/2, and 
the shunt tube was not placed, while in the 
remaining 3 patients, the blood flow velocity in 
the middle cerebral artery decreased by 100%, 
and a shunt tube was placed. As shown in 
Figure 2, the peak flow rate of the left middle 
cerebral artery (LMCA) was 212 cm/s, which 
was relatively fast, suggesting vascular steno-
sis in the LMCA. The peak flow rate of the right 
middle cerebral artery (RMCA) was normal.

Results of the EEG test

EEG test was performed in all patients before 
surgery. Among them, 59 patients showed no 
obvious abnormalities, and the other 14 pa- 
tients showed changes in neuronal communi-
cation, which manifested as decreased α wave 
frequency. See Figure 3.
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Changes of blood flow velocity in the middle 
cerebral artery on the affected side

The PSV, MV, EDV and PI of the middle cerebral 
artery of patients increased after surgery (all 
P<0.05), indicating that the cerebral blood per-
fusion status of the affected side was improved 
to some extent. See Table 1.

Changes of the internal diameter at the site of 
carotid artery stenosis

The internal diameter of patients’ postopera-
tive carotid artery stenosis was 4.62±0.35 mm, 
which was significantly higher than the preop-
erative level (P<0.05), as shown in Figure 4.

Comparison of diagnostic performance among 
the three detection methods

The positive rate and specificity of TCD com-
bined with EEG detection in monitoring blo- 

od supply abnormalities was 
93.17% and 82.35%, respec-
tively, which was notably hi- 
gher than that of DSA, TCD 
and EEG detection alone (all 
P<0.05). See Table 2.

Discussion

Carotid endarterectomy is a 
commonly used surgical me- 
thod for vascular surgical dis-
eases. During the surgery, 
temporary interruption of the 
carotid artery on the affected 
side can further promote a 
decrease of cerebral perfu-
sion. When the carotid artery 
is unblocked, it can cause 
more blood to flow into the 
cranium and induce a high 
perfusion state to the brain 
tissue, which is likely to lead 
to a stroke in patients [9]. 
Therefore, accurate and ob- 
jective evaluation of cerebral 
perfusion in carotid endarter-
ectomy has very important 
clinical value. TCD has high 
safety, reasonable cost and is 
easy to operate. It can be 
used repeatedly and can 
effectively grasp the internal 
blood flow conditions of pa- 

tients. At the same time, it can display the 
lesion sites inside the human body, and the use 
of vascular ultrasound can effectively evaluate 
the status of patients undergoing carotid end-
arterectomy [10]. Some studies have found 
that EEG had a high sensitivity and specificity 
for cerebral ischemia detection (76.67% and 
73.58%, respectively), which was conducive  
to the more accurate evaluation of brain func-
tion in patients [11, 12]. This study was de- 
signed to investigate the value of monitoring 
TCD combined with EEG detection in carotid 
endarterectomy.

Some studies have shown that TCD can accu-
rately evaluate the changes in cerebral hemo-
dynamics and collateral circulation, and can 
effectively evaluate the blood supply of intra-
cranial brain tissue caused by decreased cere-
bral blood flow during carotid endarterectomy 
[13, 14]. In this study, TCD detection showed 

Figure 1. Representative DSA image showed stenosis degree of internal 
carotid artery. A. Normal internal carotid artery; B. Mild stenosis of internal 
carotid artery; C. Moderate stenosis of internal carotid artery; D. Severe ste-
nosis of internal carotid artery; DSA, digital subtraction angiography.
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Figure 2. Velocity of middle cerebral artery during opening of the common carotid artery. A. The TCD result of left 
middle cerebral artery (LMCA); B. The TCD result of right middle cerebral artery (RMCA).

Figure 3. The result of EEG test. EEG, electroencephalogram.
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fected side, the middle cere-
bral artery blood flow velocity 
decreased by about 1/2, 
while in the remaining 3 
patients, the middle cerebral 
artery blood flow velocity 
decreased by 100%. Addi- 
tionally, studies have found 
that TCD can accurately as- 
sess the presence or absence 
of plaques, the hemodynam-
ics station in the blood ves-
sels and the stenosis rate of 
the internal carotid artery by 
detecting blood flow filling and 
the hemodynamic changes 
caused by stenosis can be 
measured by color flow imag-
ing, which was consistent with 
this study [15].

EEG can accurately detect the 
electrical activity of patient’s 
brains and help clinicians to 
determine the correlation be- 
tween abnormal brain waves 
and clinical manifestations, 
which is of great significance 
for the diagnosis and differen-
tial diagnosis of cerebral isch-
emia [16]. In this study, EEG 
tests found that 59 patients 
showed no obvious abnormal-
ities, and the other 14 pa- 
tients showed changes in el- 
ectrical potential differences 
in brain cells, presenting as 
abnormal α frequency waves. 
A study found that the fre-
quency band of the α wave 
changed greatly in most pa- 
tients with cerebral ischemia, 
which was consistent with this 
study [17]. In another study, it 
was shown that EEG is highly 
sensitive to ischemia in the 
intracranial brain tissue of 
patients, with a sensitivity up 
to 73.42%, which helps to bet-
ter assess the degree of vas-
cular stenosis [18].

Some studies have found that 
the consistency of CTA and 

Table 1. The changes of blood flow velocity in the middle cerebral 
artery of patients on the affected side
Methods PSV (cm/s) MV (cm/s) EDV (cm/s) PI
After anesthesia 45.53±12.71 34.51±8.64 23.56±8.31 0.63±0.12
After surgery 72.58±13.24 52.47±9.26 46.53±10.27 0.75±0.16
t 12.593 12.116 14.856 5.126
P 0.000 0.000 0.000 0.000
Note: PSV: peak systolic velocity; MV: mean velocity; EDV: end diastolic velocity; PI: 
pulsatility index.

Table 2. Comparison of diagnostic performance among the three 
detection methods
Methods Positive Negative Positive rate/% Specificity/%
DSA 64 9 87.67 72.32
TCD 62 11 84.93 71.54
EEG 55 18 75.34 74.66
TCD combined with EEG 68 5 93.17*,#,& 82.35*,#,&

Note: DSA: digital subtraction angiography; TCD: transcranial Doppler; ultrasonog-
raphy; EEG: electroencephalogram. Compared with DSA, *P<0.05; compared with 
TCD, #P<0.05; compared with EEG, &P<0.05.

Figure 4. The internal diameter at the site of carotid artery stenosis. Com-
pared with preoperative level, *P<0.05.

that in 70 patients with intraoperative occlu-
sion of the common carotid artery on the af- 

TCD in the diagnosis of mild arterial stenosis 
was not good, while the consistency in the diag-
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nosis of moderate and severe arterial stenosis 
was high [19, 20]. This study also analyzed the 
monitoring results, and the results showed that 
the positive rate and specificity of TCD com-
bined with EEG detection in monitoring blood 
supply abnormalities of patients were 93.17% 
and 82.35%, respectively; which were signifi-
cantly higher than that of DSA, TCD and EEG 
detection alone, suggesting that TCD combined 
with EEG detection had a higher monitoring effi-
ciency. Moreover, a study found that the sensi-
tivity and specificity of TCD for detecting arterial 
stenosis can reach 81.26% and 84.73%, 
respectively, which was in good agreement with 
DSA, but there was still a certain level of misdi-
agnosis rate [21]. This suggests that TCD com-
bined with EEG detection can improve the eval-
uation of intracranial blood supply in patients 
undergoing carotid endarterectomy. However, 
TCD and EEG tests also have certain limitations 
in the assessment of carotid stenosis or occlu-
sion. These two detection methods cannot ana-
lyze the texture of atherosclerotic plaques in 
the arterial wall, and cannot display whether 
there are ulcers or other morphological condi-
tions. Besides, they are not very effective in 
diagnosing patients with mild arterial stenosis, 
thus limiting doctors’ comprehensive under-
standing of patients’ disease information. Th- 
erefore, in order to further improve the treat-
ment effect for patients’ disease, it can be 
combined with other technological means such 
as CTA or magnetic resonance angiography for 
detection.

In summary, the positive rate and diagnostic 
accuracy of TCD combined with EEG detection 
in monitoring cerebral blood supply abnormali-
ties are higher than that of single detection, 
which is of great value in preventing complica-
tions in patients.

Acknowledgements

This work was supported by The application 
value of combined monitoring of TCD and EEG 
in carotid endarterectomy from The First Pe- 
ople’s Hospital of Baiyin (2017YG-11).

Disclosure of conflict of interest

None.

Address correspondence to: Yan Su, Department of 
Electrophysiology, The Third Affiliated Hospital of 
Gansu University of Chinese Medicine, No.222 

Silong Road, Baiyin District, Baiyin 730900, Gansu 
Province, China. Tel: +86-0943-8810219; Fax: +86-
0943-8810219; E-mail: suyan506x@163.com

References

[1] Cho JW and Jang JS. Near-infrared spectros-
copy versus transcranial doppler-based moni-
toring in carotid endarterectomy. Korean J Tho-
rac Cardiovasc Surg 2017; 50: 448-452.

[2] Wang JL, Song QB, Tang HY, Zhang HQ, Ma Y 
and Jiao LQ. Application of FPD-PBV testing 
technique for the evaluation of perioperative 
cerebral perfusion of carotid endarterectomy. 
Journal of Interventional Radiology 2016; 25: 
933-938.

[3] Olveira GDP, Guillaumon AT, Benvindo SC, 
Lima JMT, Barreto SRF, Avelar WM and Cendes 
F. A comparative analysis of transcranial Dop-
pler parameters acquired during carotid stent-
ing and semi-eversion carotid endarterectomy. 
J Vasc Bras 2016; 15: 197-204.

[4] Han Y, Huang Q, Lian D and Chen J. Evaluation 
of clinical value of carotid artery ultrasound 
combined with transcranial doppler ultraso-
nography in the detection of ischemic stroke. 
Chinese Journal of Control of Endemic Diseas-
es 2017; 34: 116-117.

[5] Chen Y, Xu W, Wang L, Yin X, Cao J, Deng F, Xing 
Y and Feng J. Transcranial doppler combined 
with quantitative EEG brain function monitor-
ing and outcome prediction in patients with 
severe acute intracerebral hemorrhage. Crit 
Care 2018; 22: 36.

[6] Zhou YH, Hua Y, Ling C, Duan C, Wang LL and 
Hou WH. Transcranial color doppler ultraso-
nography for the assessment of anterior com-
municating artery patency in patients with se-
vere carotid artery stenosis. Chinese Journal of 
Cerebrovascular Diseases 2016; 54: 72-77.

[7] Chang JW, Kim SW, Lee S, Lee J and Ku MJ. 
Dual monitoring with stump pressure and elec-
troencephalography during carotid endarterec-
tomy. Korean J Thorac Cardiovasc Surg 2017; 
50: 94-98.

[8] Liu PQ, Ma T, Mu YM and Liu LY. A study of com-
bined carotid with transcranial doppler ultra-
sound to diagnosis stenosis intracranial artery. 
Chinese Journal of Ultrasound in Medicine 
2016; 32: 193-195.

[9] Thirumala PD, Thiagarajan K, Gedela S, Cram-
mond DJ and Balzer JR. Diagnostic accuracy of 
EEG changes during carotid endarterectomy in 
predicting perioperative strokes. J Clin Neuro-
sci 2016; 25: 1-9.

[10] Balaji A, Rajagopal N and Yamada Y. Carotid 
endarterectomy: the need for in vivo optical 
spectroscopy in the decision-making on intra-
operative shunt usage - a technical note. Asian 
J Neurosurg 2019; 14: 206-210.

mailto:suyan506x@163.com


The monitoring value of TCD combined with EEG in carotid endarterectomy

12824 Int J Clin Exp Med 2019;12(11):12817-12824

[11] Wang Q, Wu J, Liu J, Lu C, Li Y, Feng QS and 
Qian SY. The determination of brain death in 
coma children with Glasgow coma scale score 
3. Chinese Journal of Applied Clinical Pediat-
rics 2017; 32: 996-999.

[12] Yun WS. Cerebral monitoring during carotid 
endarterectomy by transcranial doppler ultra-
sonography. Ann Surg Treat Res 2017; 92: 
105-109.

[13] Domenick Sridharan N, Chaer RA, Thirumala 
PD, Balzer J, Long B, Tzeng E, Makaroun MS 
and Avgerinos ED. Somatosensory evoked po-
tentials and electroencephalography during 
carotid endarterectomy predict late stroke but 
not death. Ann Vasc Surg 2017; 38: 105-112.

[14] Li YQ, Song GH, Liu SW, Xun FF and Liu Z. Ap-
plication of transcranial doppler ultrasonogra-
phy in the diagnosis of brain death in patients 
with severe craniocerebral injury. Chinese 
Journal of Behavioral Medical Science 2016; 
25: 442-445.

[15] Udesh R, Natarajan P, Thiagarajan K, Wechsler 
LR, Crammond DJ, Balzer JR and Thirumala 
PD. Transcranial doppler monitoring in carotid 
endarterectomy: a systematic review and me-
ta-analysis. J Ultrasound Med 2017; 36: 621-
630.

[16] Wang Y and Zhou ZF. The application value of 
transcranial doppler in carotid endarterecto-
my. Journal of Ningxia Medical University 2017; 
39: 1068-1070.

[17] Rizwan M, Aridi HD, Dang T, Alshwaily W, Nejim 
B and Malas MB. Long-term outcomes of ca-
rotid endarterectomy and carotid artery stent-
ing when performed by a single vascular sur-
geon. Vasc Endovascular Surg 2019; 53: 
216-223.

[18] Niu HZ, Yong Q, Yuan J, Zhang QY, Li TX and 
Wei DY. Intraoperative carotid artery ultra-
sound in carotid endarterectomies. Chinese 
Journal of Ultrasound in Medicine 2017; 33: 
1-3.

[19] Kolkert JLP, Groenwold RHH, Leijdekkers VJ, 
Ter Haar J, Zeebregts CJ and Vahl A. Cost-effec-
tiveness of two decision strategies for shunt 
use during carotid endarterectomy. World J 
Surg 2017; 41: 2959-2967.

[20] Patel PB, LaMuraglia GM, Lancaster RT, Clouse 
WD, Kwolek CJ, Conrad MF, Cambria RP and 
Patel VI. Severe contralateral carotid stenosis 
or occlusion does not have an impact on risk of 
ipsilateral stroke after carotid endarterectomy. 
J Vasc Surg 2018; 67: 1744-1751.

[21] Hans SS and Catanescu I. Selective shunting 
for carotid endarterectomy in patients with re-
cent stroke. J Vasc Surg 2015; 61: 915-919.


