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Abstract: Aim: The aim of this study is to highlights possible differences in the volume of shaping and canal surface 
area after the using of common endodontic devices ProTaper Universal and WaveOne systems. Methods: Forty ISO 
15, 0.02 taper, S-shaped endo-training Blocks (Dentsply, Maillefer) were assigned in two groups (n = 20 for each 
group). For each block the initial working length (WL) was evaluated with a 10 K-files (Dentsply Maillefer), so the 
glide path was created with PathFile 1, 2 and 3 (Dentsply Maillefer) at the WL. After that, simulated canals in the 
group 1 were shaped with S1, S2, F1 and F2 at WL; while in group 2 it was used single-file WaveOne primary in 
reciprocating motion. After shaping, the resin blocks were analysed with Skyscan 1172 scanner (Skyscan, Kontich, 
Belgium) and then volumetrically at a source voltage of 65 kV and a source current of 153 uA. Results: No statisti-
cally differences (P > 0.05) have been found in terms of volume and surface area after the use of ProTaper Universal 
and WaveOne systems. Conclusions: Although, results from micro-CT analysis revealed that Wave One result in a de-
crease of volume and surface area of shaping than ProTaper Universal, differences are not statistically significant. 
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Introduction

Endodontic treatment consists in the shaping, 
cleaning and closure of the root canal system, 
in order to maintain the tooth in the oral cavity 
for aesthetics and occlusal function.

Shaping concepts of the root canals are based 
on those described by Schilder [1], which 
included mechanical requirements and biologi-
cal targets. Although, today the advent of the 
Ni-Ti alloys has partially facilitated this proto-
cols such concepts are still valid. The super 
elasticity of this alloy has allowed the realiza-
tion of tools with high dimensions and taper, 
which can be used in rotational or alternating 
movements, with controlled torque and speed 
using specific dedicated motors [2].

The Ni-Ti instruments easily glide and work in 
large and regular curvatures while are particu-
larly stressed by tight turns and multiple. It is 
therefore sought to eliminate these problems 

with the use of methods involving the use of a 
single instrument contouring, used with recipro-
cating motion. In fact, has been demonstrated 
that reciprocating motion increase cyclic fatigue 
resistance and decreases apical debris extru-
sion [3]. The first instrument used as single file 
was ProTaper F2, since then single-file recipro-
cating systematic have been developed in order 
to reduce cost and time of treatment [4]. 
WaveOne system is a single-file reciprocating 
tool made from M-Wire with an apically concave 
triangular cross section and reverse cutting 
blades [5]. According to the manufacturer, the 
instrument should rotate at approximately 350 
rpm with 30° of clockwise (CW) and 150° of 
counterclockwise (CCW) rotation angles [6, 7]. 
Since today poor study have evaluated a com-
parison of a single-file reciprocating system vs 
multi-files rotational system about tridimen-
sional parameters. The aim of this study was to 
compare ProTaper and WaveOne systems on 
simulated root canals by micro-CT evaluations. 
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The null hypothesis tested was that there 
weren’t statistically significant differences 
between ProTaper and WaveOne system about 
volume and surface area of shaping and struc-
ture model index (SMI).

Materials and methods

Preparation of specimens

A total of forty ISO 15, 0.02 taper S-shaped 
Endo Training Blocks (Dentsply Maillefer) were 

assigned at two groups (n = 20 for each group). 
In the group 1, two different operators shaped 
simulated root canals with ProTaper device. The 
first operator had over 5 years experience in 
the field of endodontics, the second is a dental 
student in the last year of university study. For 
each block the initial working length (WL) was 
evaluated with a 10 K-files (Dentsply Maillefer), 
so the glide path was created with PathFile 1, 2 
and 3 (Dentsply Maillefer) at the WL. Glyde 
(Dents ply Maillefer) was used as lubricating 
agent, so the channel was shaped using the 
ProTaper sequence S1 S2 F1 F2 at WL, in order 
to have an apical width of 0.25. In the group 2, 
the same two operators of Group 1 shaped the 
simulated canals with WaveOne primary only. 
The determination of WL and the glide path was 
performed with the same method of the Group 
1. Subsequently, canals were shaped using 
Wave One Primary reciprocating files till WL 
with the reciprocating motor X-Smart Plus used 
with the dedicated manufacturer configuration 
setup.

Micro-CT measurement

Each resin blocks was placed horizontally on 
the staging platform of a Skyscan 1172 scan-
ner (Skyscan, Kontich, Belgium) and analysed 
volumetrically at a source voltage of 65 kV and 
a source current of 153 uA. Datasets were 
acquired with a 0.2-degree rotation step and a 
voxel size of 11.99 um. Scanning of each sec-
tion generated a total of 1802 slices per block; 
3D reconstruction was performed using 
NRecon software Version 1.6.1.3 (Skyscan) 
with the following parameters: beam hardening 
reduction 35%, ring artefact correction 20 and 
Gaussian low-pass for noise reduction 50%. 
The CTAn Version 1.9.3 software (Skyscan) was 

Figure 1. Channel after shaping in resin block. It’s 
possible to see the plastic material (Blue) and the 
volume of shaping (green).

Figure 2. Form of the channel after shaping with Wa-
veOne system.

Figure 3. Sample of the CT evaluated block and one 
of the endodontic system used in the study.
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used to calculate the volume of the prepared 
canal in each block (Figures 1, 2).

The volume of interest was determined using a 
standardized rectangular area selection on the 
binary images. Similar thresholding levels were 
applied to separate resin blocks from the empty 
canals. This resulted in binary images of the 
canals that permitted precise measurements; 
the software then calculated the respective vol-
umes. A specialist operator that was blinded for 
this study performed the micro-CT measure-
ments. As results of these evaluations it was 
possible to calculate: volume of shaping, sur-
face area and the structure model index (SMI) 
(Figure 3).

differences in the use of ProTaper or WaveOne 
system by investigating three-dimensional 
parameters. To understand this, we performed 
a shaping comparison on simulated root canals 
with micro-CT measurements. Although, resin 
blocks presenting qualitative differences with 
teeth they represent a valid tool for in vitro eval-
uations because they permit an easier stand-
ardization and comparison of different shaping 
methods. In addition, it has been demonstrat-
ed that micro-CT measurements allows a more 
accurate analysis than conventional photo-
graphic methods since it allows evaluating both 
2D and 3D parameters. In past, micro-CT 
measurements had lower precision caused by 
a large spatial resolutions [8, 9]. Tachibana and 

Table 1. It is reported no differences in terms of quantitative and 
qualitative three-dimensional parameters, with the use of a multi-
files rotational or single-file reciprocating system

Micro-CT three dimensional parameters
ProTaper WaveOne P-value

Canal volume (mm3) 30.10 ± 2.08 29.59 ± 2.44 0.47
Surface Area (mm2) 163.62 ± 21.09 158.53 ± 25.79 0.49
Structurel Model Index 1.62 ± 0.19 1.73 ± 0.33 0.21

Statistical analysis

Data were analysed by 
using GraphPad Prism soft-
ware 6.00 (GraphPad Prism 
Software, San Diego, CA, 
USA) version for Windows 
by an expert in statistical 
analysis. Statistical signifi-
cance between different 
groups was determined by 
one-way ANOVA and test T. 
A P-value < 0.05 was taken 
as threshold to reject the 
null hypothesis of differ-
ence’s absence between 
groups.

Results

Table 1 reported no differ-
ences in terms of quantita-
tive and qualitative three-
dimensional parameters, 
with the use of a multi-files 
rotational or single-file reci- 
procating system. Results 
for volume of shaping and 
surface area are reported 
respectively in Figures 4 
and 5. These results take 
us to accept the null hypo- 
thesis of no differences 
between these two me- 
thods.

Discussion

The purpose of this study 
was to evaluate if there are 

Figure 4. Comparison between results for volume of shaping with the two used 
devices.
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Matsumoto were the firsts to evaluate the 
applicability of computed tomography (CT) 
imaging in endodontics [10]. Over the years, 
micro-CT enhanced the spatial resolution anal-
ysis, however this led to an increment of scan-
ning and reconstruction time with voxel sizes 
decreasing to nearly 30 um. Since it has been 
shown that a repeated use of the instruments 
may lead to a decrease in the volume shaping, 
we used a new instruments set for the shaping 
of each simulated root canal [11]. In previously 
studies, single-file reciprocating system strong-
ly decrease the mean preparation time in com-
parison with multi-file rotational system [12]. 
Other studies focusing on resistance of cyclic 
fatigue found a higher resistance to fatigue 
stress of WaveOne than ProTaper (used both in 
rotational that in reciprocating motion) [13]. 
However, ProTaper demonstrated to product 
lower postoperative pain after canal instrumen-
tation than WaveOne single-file system [14]. 
Moreover, these two systematics seem to be 
comparable in terms of bacterial removal when 
used during endodontic retreatment [15]. Our 
data revealed no differences about volume and 
surface area of shaping with the use of these 
two systematics. In addition, thanks to micro-
CT has been possible to perform a qualitative 
shaping evaluation with the structural model 
index (SMI). Hildebrand and Ruiegsegger [16] 
firstly introduced by the SMI for the evaluation 
of bone microarchitecture. Peters et al. [17] 

Surfaces Area and Volume of interesting. Same 
results were obtained in terms of qualitative 
evaluation by structural model index, confirm-
ing absence of differences in the three dimen-
sional parameters with use of multi-file rota-
tional or single-file reciprocating systems.
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